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Explore and Understand the Evolution and  ered evidence that the universe’s expansion is ac-
Destiny of the Universe — this fundamental goal celerating, rather than decelerating as would be ex-
of the upcoming generation of space missions benpected due to the gravitational attraction of matter.
efits from the support of missions with less lofty  An important feature of the supernova cosmol-
objectives that provide the underpinnings for the ogy analysis is its dependence only on the relative
larger science goals. One such area, where smalldsrightness of Type la supernovae. Cosmological
experiments strengthen the results of the largeland dark-energy parameters are thus determined
mission, is calibration. A Dark Energy (DE) mis- from the shape, not the absolute normalization, of
sion based on SNe needs a high precision color calthe Hubble brightness-redshift relationship. For
ibration from the visible to the near infrared. To each supernova, its restframe B-band flux is plotted
provide this fundamental calibration, a network of against its redshift, z. Since the restframe B-band
standard stars encompassing a variety of spectrak seen in different bands at different redshifts, the
types (i.e. ranging from AO stars Vega and Sir- relative zero-points of all bands from 0.3& to
ius, to K Giants, to F and G stars) is required. 1.7 um must be cross-calibrated to trace the su-
Although scientific requirements for the NASA- pernova from z = 0 to z = 1.7. The term “abso-
DOE Joint Dark Energy Mission (JDEM) have not lute color calibration” is defined as the slope of
been set, a total uncertainty requirementdt%  the absolute flux distribution versus wavelength.
in the color across the full wavelength range of This color calibration must be precise enough to
0.35< A < 1.7pum appears to be the level of pre- clearly reveal the differences between dark en-
cision necessary to distinguish between differentergy models over this range of redshifts, on the
dark energy models at~z1.7 (Fig. 1). To achieve order of one to two percent (Figure 1).
this level of precision at the flux levels of the red-
shifted SNe requires a transfer of the absolute cal-
ibration from bright standard stars to fainter cal- I ]
ibration standard stars which can be directly ob- , . haamd)
served by the DE missions. The fundamental color , (0.33:-1,0) |
calibration needs to be precise 191% to pro- =
vide room in the error budget for the calibration
transfer. This white paper addresses the need for
a precise, absolute, spectrophotometric color cali-
bration of the fundamental (bright) standard stars.
In that context, we present an overviewoalr pro-
posedsounding rocket program — ACCESS: “Ab-
solute Color Calibration Experiment for Standard
Stars” to execute this spectrophotometric color cal- 1
ibration. ACCESS will transfer the National In- O T T s T T T T
stitute of Standards and Technology (NIST) abso- z
lute calibration standards to the bright stars Vega,Figure 1: Differential magnitude-redshift diagram for
Sirius, and BD+174708 with a precision better o a0y el s of orcer 0.02 magniudes (o

0 .
Ehg Erﬁ’lv\ﬁi[hogire;g?visnpgegg\?\)err%lgi)%ff05'085’)\ aﬁd roughly 2%). Models from Huterer and Linder 2003.
a signal-to-noise ratio (S/N) of 200 per resolution  The importance of using SNela over the full
element. - - redshift range out to 21.7 for measuring the

Due to the competition sensitive nature of the cosmological parameters is demonstrated in Fig-
ACCESS proposal, we are not presenting the deyre 2, which shows the uncertainty in measuring
tails of the instrument itself. the time dependent parameter, wf the dark en-
o . ergy equation of state as a function of maximum
1 Calibration Requirements for JDEM SNe la redshift probed in distance surveys (Huterer and

Cosmology Linder, 2003) . This calculation is based on 2000

In 1998, the Supernova Cosmology Project andSNe la measured in the range €.2<Zzmyax, COM-

the High Z Supernova Team independently discov-pared with 300 low-redshift SNe la from, e.g., the
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Figure 2:Uncertainties in w and w, decrease when using SNela over a large redshift range @twtad Linder
2004).

Nearby Supernova Factory (Alderiegal, 2002).  diagram by controlling an important systematic:
Huterer and Linder assume a flat universe and conabsolute color calibrationWe have proposed to
sider three types of experiments. The first is anmake an accurate measurement of the spectral
idealized experiment subject only to statistical un-energy distribution of bright primary standard
certainties, free of any systematics, and with ex-stars in physical units though a direct compatri-
tremely tight prior knowledge of the matter den- son with NIST traceable irradiance standards.
sity. The second two are more realistic models that

assume both statistical and systematic uncertain2 Current Status of Color Calibrations

ties and different priors o). From Figure 2, Three of the most common methods of deter-
we conclude that a SN la sample extending to red-mining the absolute color calibration of stellar
shifts of z>1.5 is crucial for realistic experiments fluxes are comparison to certified laboratory stan-
in which some systematic uncertainties remain.  dards, solar analog stars, and computation of stel-
lar atmospheric models. Here we briefly review

The statistical uncertainties in supernova CoS- thod d show that th i -
mology are now approaching the systematic un--1€5€ Methoas and show that the current precision

certainties; thustight control of systematics is " these methods is inadequate for DE SNe cos-
key to investigating the dark energy properties mology.

particularly the time variation in w. Comparing
to a fiducial universe®a = 0.7,Qum = 0.3, k=1),
the residual systematic uncertainties should be in Ground-based observations to transfer ground
the 1-2% range for all identified sources (Alder- based flux standards to the stars (e.g., Hayes and
ing et al, 2004). JDEM will thus have to match Latham 1975, Oke and Schild 1970, and Black-
this level of systematics control for several sourceswell et al. 1990) resulted in standard star fluxes
of uncertainty besides the absolute color calibra-with errors due to the large and variable opacity of
tion that is the target of this white paper. How- the atmosphere, especially in the IR. For example,
ever, several of these other systematic controls willBohlin and Gilliland (2004) found errors of 10%
themselves depend on the color calibration. Forin the comprehensive Hayes (1985) compilation
example, color calibration affects flux-correction of Vega’s flux in the difficult region at 0.9-fim,

for extinction due to the Milky Way, the SN host even though Hayes agreestG% from 0.5-0.&m
galaxy, and the intergalactic medium, and alsowith the precise HST measurements of Vega on
the K-corrections which provide the transforma- the white dwarf (WD) scale. Beyonduin, win-

tion between fluxes in the observed and restframedows of low water vapor absorption are used for
passbands. The color calibration required for thesdghe Blackwell absolute photometry. But, no true
uses is comparable to that discussed above. Wabsolute spectrophotometry has been done to com-
have proposed to facilitate the study of dark energypare stars to laboratory flux standards beyopieh 1
through the determination of the SNe la Hubble A comparison of the existing sparse collection of

2.1 Laboratory Standards
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absolute NIR broadband photometry with the Co- However, systematic external errors that af-
henet al. (1992) Vega model shows discrepanciesfect the shape of the flux distributions of all

up to 10%. three WD stars equally cannot be ruled out.
One inconsistency is that the continuum fluxes are
2.2 Solar Analogs computed from NLTE models, while Teff and log

g are derived from LTE model fits to the spectral
lines. Differences between the continua of the LTE
that have the same spectrum as the sun and then att, 4 'NLTE models place a lower limit of 2% on
guing that their true relative flux distribution over the uncertainty in the 0.35—14iM range for these
some portion of the electromagnetic Spectrum iSqian4ards. Other possible error sources include ap-
the same as the well-measured solar Spectral Ensyqyimations to unknown or complicated physical

ergy ?iStri?ﬁti?n ﬁf[t)) H(iwe_ver, errorst D’fll% processes such as the Hummer-Mihalas occupation
arnse from the fact that no staris an exact Soiar anag o ahjity where the higher Balmer lines merge,

log and ltlha_t thﬁ S?';‘r SED itsfe_lf remainsculr_lcertaig,trace metallicity in G191B2B, and uncertainty in
especially in the IR range of interest (Colina and ¢ instrymental line-spread function required for

Bohlin, 1997). the Balmer line analysis.

In the NIR, where metal line blanketing is min-
imal, the accuracy of the best A-star models ri-

Synthetic stellar atmospheres are used to mode¥als that of the pure hydrogen WD models. Long-
the flux distributions of real stars. In the ultraviolet ward of 1um, an extensive network of standard
and visible region of the spectrum, using unred-stars based on A-star models of Vega and Sirius
dened hot WD stars with pure hydrogen atmo-has been established (paper | (Cole¢l, 1992)
spheres simplifies the computation and improveghrough paper XIV (Coheat al, 2003)). This net-
the precision by eliminating one of the most dif- work of IR standards can be placed on the NIST
ficult steps of including the blanketing from the flux scale by our rocket observations of their fun-
plethora of metal lines. In addition to providing the damental standards, Sirius and Vega. Sirius is pre-
basis for the flux calibration for most of the HST ferred to Vega as an IR standard, because Vegais a
instrumentation, WD models are the fundamentalpole-on rapid rotator that presents a surface com-
standards for the calibration of other space basegosed of a range of effective temperatures. The
instruments such as IUE, the Hopkins Ultraviolet observations of our primary targets Vega and Sir-
Telescope (HUT), ORFEUS, and FUSE. ius should resolve the 2% IR flux discrepancy be-

To obtain the absolute flux and its uncertainty tween the Cohen model for Vega and hotter Ku-
for an unreddened WD, medium-resolution high 'ucz model (Castelli and Kurucz, 1994) preferred
SI/N (>50) Balmer observations are fit to model by Bohlin and Gilliland (2004). Models for these
hydrogen line profiles to determine the effective tWo stars will be updated (by ACCESS team mem-
temperature, the gravity, and the associated unber R. Kurucz) as required by the results of our
certainties (eg., Finlewt al, 1997). Then, the Proposed flux measurements.
best-fit model and the models at the extremes o
the uncertainty in Teff and log g determine the
nominal flux and uncertainty in the shape of the Inconsistencies between LTE and NLTE WD
flux distribution. The current HST calibration is models impose a minimum uncertainty in the color
based on three primary DA white dwarf standards,calibration of fundamental stellar standards of ap-
GD71, GD153, and G191B2B. Their model fluxes proximately 2%. The consistent use of NLTE mod-
are calculated using the Hubeny Tlusty NLTE codeels should reduce this uncertainty. Solar analog
(Bohlin, 2002) and normalized to precision V- models, which are used as standards for some NIR
band Landolt photometry. The internal consistencyinstruments, have uncertainties 1%, excluding
among the three model flux distributions~4sl%  the uncertainties in the solar spectrum. Ground
from 0.12-1um for STIS spectra (Bohlin, 2002) based observations tied to fundamental (e.g. NIST)
and ~1% from 0.8-1.7m for NICMOS grism calibrators have uncertainties ©f10% in regions
spectrophotometry (Bohlin et al. 2005 in prepara-affected by the Earth’s atmosphere. LTE model
tion). fits to VegaHST/STIS observations are 2% high

The solar analog method relies on finding stars

2.3 Stellar Atmosphere Models

f2.4 Stellar Flux Calibration Summary
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at 0.33um (Figure 3) and low by a comparable
amount at~1.0um (Figure 4), yielding an uncer- ;
tainty of 3% in the color of over this wavelengthre- .
gion. Differences between Vega LTE models yield ‘: i
4% uncertainty in the color calibration, exclud-
ing uncertainties associated with aforementioned .
thermal-geometric modeling complexities. Vega *
NLTE models have not been calculated but are not=
expected to make a significant improvement. Fur- &
thermore, the NIR model for Vega is not based “
upon NIR spectrophotometry spanning the same
wavelengths as the model. But rather, the NIR = . L
model of Vega is extrapolated from photometry at  gspq 9000 9500 10000
visible wavelengths. In Table 1 we summarize the WAVELENGTH (4)
uncertainties in the absolute calibration of VegaFigure 4: Comparison of stellar atmosphere models
over the 0.35-1.m range. (solid red line) and ground based (Hayes, 1985) obser-
vations (points with dashed black line) wiHST/STIS

observations (solid black line) for Vega (Bohlin and
Gilliland, 2004).

modeling errors which could equally affect all
models.

2800 2000 3000 3100 3200 3300 3400

WAVELENGTH (A) 3 ACCESS Proposed Color Calibration
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3.1 Experiment Goals

ACCESS will establish thabsolute spectropho-
tometric calibration of a set of stars to better than
1% precisioracross a 0.3& A < 1.7um bandpass

3500 3600 3700 3800 3900 4000 4100  With aresolving power of 500. To accomplish this,

. _ _NAVELENGTH (1) we will divide the 1% error budget into two parts.
Figure 3: Comparison of stellar atmosphere models

(solid red line) andHST/STIS observations (solid black A fraction of the error budget will be allocated to
line) for Vega (Bohlin and Gilliland, 2004). the statistical uncertainty associated with the ob-

servation of the standard star itself; the remainder

o o of the error budget will be comprised of the sys-

Table 1: Vega Color Calibration Uncertainties  tematic errors. Each of three primary targets will
Uncert. ~ Wavelength ~ Comparison be observed twice with a S/N of 200 per resolu-
(%) (M) tion element for at least one of the two measure-
3  03SA<10 HSTSTIS&LTEmodels  ments, This yields a statistical uncertainty in the
510 085 A $1.0 HSTSTIS & Ground’ flux measurement of 0.5% for each resolution ele-

X ,4 _9'35 A S17 competing Vega LTE modéfs ment. If we attribute the statistical uncertainty in
Bohlin and Gilliland (2004)

2Kurucz (2003) our error budget to the counting statistics per reso-
JHayes (1985) lution element, then the error budget available for
Cohenet al. (2003) . ..
SCastelli and Kurucz (1994) the quadrature sum of our systematic uncertainties
is 0.86%.
Thus, the current uncertainty floor in the However, it is the slope of the flux distribution

color calibration of fundamental stellar stan-  as a function of wavelength (aka “the color”) that
dards is 2% without including any systematic must be precisely determined over the bandpass
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of interest. This “bandpass of interest” is inter- the FUSE acceptance test. The collimator will first
mediate between our single resolution element ande operated in double pass, by mounting a preci-
the full spectral range of the instrument. But, we sion flat over the aperture. The reflectivity of the

can bound the error budget available for systematidlat will have been previously measured as a func-
uncertainties by considering the full 0.85A < tion of wavelength and position over its surface.

1.7um wavelength interval. We have 1100 reso- Then, we will measure the signal from an artificial

lution element samples contributing to the slopestar (i.e. a “star at infinity”) at the entrance to and

across this wavelength span. Assuming a flat specexit from the double-pass collimator using a NIST

tral distribution with evenly sampled wavelength calibrated photodiode.

bins (AA), a S/N of 200 per resolution element We will take several steps to minimize system-

yields an uncertainty in the flux distribution slope atic uncertainties. For example, the size of the
of £0.05% acrossthe full0.35 A < 1.7umspec- artificial star beam spot on the detector will be

tral range. Under these assumptions, nearly the fulmatched to the size of the NIST beam on the pho-
error budget (0.99%) can be allocated to systemati¢odiode detector. We will map the spectral respon-
errors. sivity and the spatial uniformity of the beam. The

Thus, the sum of our systematic uncertaintiesbeam will slightly under-fill the collimator to en-
must be less than 0.86% - 0.99%. This error bud-sure no light is lost when determining the collima-
get will be devoted to the precise calibration of our tor reflectivity. The beam from the collimator will
instrument and the transfer of this calibration from slightly under-fill the ACCESS telescope, again to
NIST calibrated photodiode detectoiEhese steps ensure no light is lost. The illumination of the tele-
are outlined in Figure 5. scope by the true star will fill the primary, and by

Incorporated into this calibration will be a thor- design, our artificial star will slightly under-fill the
ough effort to minimize statistical error and iden- primary. Thus, we will introduce a small uncer-
tify, quantify, and eliminate sources of systematic tainty with this method. The magnitude of the un-
error. As outlined in tabular form in our AC- certainty will depend upon the non-uniformity of
CESS proposal submitted to the ROSES APRA,the primary reflectivity and the size of the unillu-
we have identified several sources of systematigninated annular region. We expect this to be less
uncertainty. The root-sum-square of these uncerthan 0.2%.
tainties is 0.5% and 0.7% in the visible and NIR  Having determined the collimator sensitivity,
regions, respectively. Factors eR reductions in the end-to-end calibration of the telescope and
the spectral responsivity uncertainty of the NIST spectrograph will then be performed as a func-
NIR photodiode calibration are expected to be pub-tion of wavelength. This is done by measuring the
lished this summer (2005), further reducing the signal from the stellar simulator, the count rate at
NIR uncertainties quoted above. the spectrograph detector, and attenuating the mea-
sured stellar simulator signal by the previously de-
termined collimator reflectivity.

The determination of the ACCESS instrument To convert the measured calibration signals to
sensitivity is in principle a simple process of know- the same fundamental units obtained when observ-
ing the ratio of the total number of photons en- ing a true star, it is necessary measure the area of
tering the telescope aperture to the total numbetthe telescope primary and secondary. The signal
of photons detected by the spectrograph detectomeasured from the stellar simulator by the pho-
within a given spectral bandpass. todiode is a radiant flux (power) and has units of

We will determine the number of photons en- ergss?®. The signal from the star is an irradiance,
tering the telescope by characterizing the inputand has units of ergsécm=2. Dividing the cali-
beam provided by a vacuum collimator built for brated radiant flux of the telescope by the illumi-

3.2 Calibration Overview
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nated area of the primary yields the calibrated ir-0.5mm steps at three wavelengths for each detec-
radiance. The area of the telescope mirrors can béor. The spatial non-uniformity is typicall¥ 0.1%
measured very precisely using a theodolite. Anyat Asgonm and A1goonm for the Si photodiode and
uncertainty from this measurement is expected t0<0.2% atA1500nm for the Ge over a 2mm diam-
contribute<0.2% uncertainty to our error budget. eter. The Ge photodiode non-uniformity is about

All these measurements are done as a functwice this at 1600 nm. Both the Si and Ge photodi-
tion of wavelength. As such they use a dual- odes have a linear response extending from the pi-
monochromator to ensure spectral purity and re-cowatt to milliwatt (10?2 — 10~3watts) input sig-
quire time to build the spectrum in smaltnm)  nal range, indicating a extremely linear responsiv-
wavelength bins. ity with low input power levels.

Although simple in principle, systematic ef-  The relative expanded uncertainty Qo) error
fects, such as the uniformity of reflection coatings, of the absolute responsivity of the Si photodiodes
matching of the collimator and telescope aperturesjs ~0.2% (NIST 250-41). With the NIST Spec-
the spatial uniformity of the photodiode detectors, tral Comparator Facility, the spectral responsivity
the transmission of the slit, the scattered light de-of the NIR photodetectors can be measured with a
termination, the determination of the area of thecombined relative standard uncertainty of 0.4% or
primary and secondary telescope mirrors, the staless (Shaw et al. 2000 NIST 105).
bility of the light source, etc., must be closely

tracked if this process is to yield the required pre- Ground Calibration Steps
CISIOﬂ and accu I’acy 1) Reflectivity of flat as a function of wavelength.
a. Relative of entire surface.
3.3 NIST Absolute Calibration Transfer: . Abolion calbaton of witnes.
Standards Detectors s FI12 otput of pishole e by monochiomate.
. . integrating sphere ) )

The absolute calibration of the end-to-end AC- O Mot e retum beam from F/12 collimator n double

CESS instrument will be based on NIST calibrated 3) Check uniformity of collimator beam. -
. . . a. Scan subaperture in autocollimated configuration and
transfer standard photodiodes. These diodes will 4 Chanonion diode fucttons,
. . aracterize collimator to telescope pupil match.
be used both to calibrate the collimator and for the 5) Measure slit losses.
. . a. Slit-in, slit-out method.
end‘tO'end telescope Ca|lbl‘atI0n b. Direct characterization of PSF with detector in focal plane
.. e ith array d .

In the V|S|b|e (350< )\ < 1100 nm), a SI|ICOﬂ 6) MeasurewI;[SFa(lJrfal)éle?ci)C;zrand spectrograph at spectrograph focal
phOtOdIOde W|” be Used In the |R (8@0 )\ < 7) gﬁ;ﬁcle@ze ﬂal-fifild response of spectrograph detector.
1700nm) a cooled Ge or InSb photodiode will 9) Charactrive neary of sheoe caliration andards
be used. These photodiodes have a long heritage | 7] chirieierze radon proertes of the detecor
of stable NIST calibration transfer (Si: 13 years, A deaune monochrommate pinbole otput eing nto

. 11i .
InSb 7 yearS) . . b. K/zlﬁ;;?:ccrocs;n(:zzzrof primary science detector at

NIST will perform an absolute calibration trans- spectrograph focal plane.

fer to the visible and NIR photodiodes used by Figure 5: This figure outlines several of the ground
ACCESS. This calibration will consist of imaging calibration steps that will be undertaken.

a 1.1 mm diameter beam on the central region of

the 5mm diameter active area of the photodiode3-4 End-to-end ACCESS throughput

and measuring the absolute spectral responsivity A list of calibrations is outlined in Figure 5. For
of each detector. The Si photodiode will be mea-example, we will check for losses at the slit by
sured in 5nm steps with a 4nm bandpass, fromilluminating the instrument with and without the
350nm—1.Jum. The NIR photodiode will be mea- slit. The throughput will be measured at the tele-
sured from 800nm — 1}8n. The spatial unifor- scope focal plane with a photodiode for each case.
mity of the active area will be mapped by NIST in The results will be compared to verify that any
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slit losses are insignificant. This will be checked and up-to-date knowledge of the ACCESS sensi-
against a direct measurement of the telescope PStvity.

using the ACCESS HgCdTe detector array (WFC3

heritage). We will also measure the PSF with the?"7 Error Budget

HgCdTe detector array at the spectrograph focal Calibration measurements will be performed re-
plane. Again, images will be checked for system- peatedly, with and without variations in the proce-
atic effects. Checks to measure and characterizélure, to identify and quantify sources of systematic

scattered light will also be performed. error and to establish repeatability and quantify er-
rors. Standard stars are planned to be observed at
3.5 Cross-Checks least twice each.

Additionally, we plan three types of end-to-end  Using error estimates from the literature, per-
calibrations for ACCESS. The primary calibration, formance specifications, measurements, or expe-
described above, uses a NIST calibrated standardence, we have identified and tabulated expected
(photodiode) detector to map the instrument’s senssources of uncertainty and attempted to quantify
sitivity in a series of monochromatic wavelength their contribution to our error budget. This ta-
steps. However, a star is essentially a continuunble is included in our ACCESS proposal to the
source. To ensure the integrity of our calibration, ROSES APRA. For competition sensitive reasons,
and to search for unidentified systematic effects,we have not included the table here. However, we
we will also measure the end-to-end throughput ofnote our findings that nearly all the errors are in
ACCESS using a NIST calibrated standard sourcethe range of 0.1 0.2%. Since these errors are, in
And if warranted, ACCESS is compact enough to general, uncorrelated they can be added in quadra-
perform end-to-end ground checks on calibrationsture. We find a total uncertainty of 0-50.7% for

such as the focus, using a true star. our identified systematics, without inclusion of the
o o expected reduced uncertainties for the NIST NIR
3.6 Calibration Monitoring photodiode calibration. Based upon a systematic

The key to a successful calibration experimenterror budget of 0.86-.99%, a total identified un-
is knowledge of the absolute sensitivity of the in- certainty of 0.7% leaves a margin of 6-%.7% for
strument at the moment the targets are observedinidentified sources of uncertainty or as margin for
Although an end-to-end absolute re-calibration ofthe calibration of the dark energy mission itself.
the instrument will be performed after each rocket From this, it is apparent thaithough an abso-
launch, there is a significant pre- and post-launchiute measurement to 1% precision is challeng-
time lag before this calibration can be performed.ing, with rigorous attention to detail this goal
Consequently, we will use an On-board Calibra- can be met
tion Monitor (OCM). This light source will be cal- o
ibrated during the end-to-end transfer of the NIST 3-8  Facilities Support
calibration of the diode standards to ACCESS in This 5-year calibration program, proposed in
the laboratory. This will provide the necessary support of JDEM, requires no new technology.
transfer in sensitivity to the spectrograph detectorHowever, as noted throughout the text, the earth’s
to compare against subsequent monitoring obseratmosphere is the dominant uncertainty in estab-
vations of the OCM during the various I&T phases. lishing an absolute color calibration that extends
We will test for and track changes of the instru- to 1.7um. Thus, this calibration depends upon the
mental sensitivity with the OCM up to and through availability of the NASA sounding rocket program
launch and continue until ACCESS is returned toto execute these measurements above the earth’s
the absolute calibration facility for post flight cali- atmosphere. It also utilizes the considerable infras-
bration. The use of the OCM will provide real time tructure at Johns Hopkins University (e.g. rocket
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